TUCSON POLICE DEPARTMENT
CRIME LABORATORY
A
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000

mspection, and having performed such inspections on Intoxilyzer 5000

# ¥ _Serial # LY -00122(5 . certifies by her signature:

on c?_}! !04 . with a result of 0.0830 AC. 0.08] AC.

and on 7/2?/&‘-{ _witharesult of 0.078 AC. 0.077AC.

this mstrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to 0.090 AC) . as defined by R9-14-404 A 3.

No problems were reported concerning this instrument between these

M o (mmuds
d Jepfjfer L. Coombs

ADPS QAS Pernut #QAS 29886 (issue date 06/15/2004)

two dates.

SUBSCRIBED AND SWORN to before me

B\ KATHY A. KINNEY

OFFICIAL SEAL his_ 30 . dayof 55]9 lem ber. 20004

~* My Comm. Exp. Sept. 4, 2008 H

Nofary Public
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TATS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R-1L4=-404(R)
ARIZONA DEPARTMENT OF HEEALTE EERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOZILYZER MODEL >000*

SETANDARD CALIBEATION CHECK PROC

i

i

Agency _Tucson Polioe Nenartmant Date ﬁ?f!/gq Timea fOéﬁ
ITntoxilyzer Seriald {Z}Qﬂ%{g@{) location - 00
ga Specialist T rene J r o) S 23)
(Print Hame)
Lqérj 1. Pour a standard alconel solution of Xnown value intgo a
clean dry simulator jar and assemble the simulatar
Thnsura that a tight seal has been mads
Sstandard value: 0. OF? AC
(L&) 2. Turn on the simulator and a2llow the temperacure o
reach 34°Ct.2°C
(o=t T Set ntoxilyzer nade selection in ths ACA mode by
switching mode -seleactlon switch #9 an or selecting "
on kevhoard menu.
gé%ﬁj 4. Attach simulator to tha simulator sntrance port on ths
Invoxlilyzer.
hﬁﬁﬂy%r] 5. Intaxilyzer 5000 display reads "READY TO START" o
WPUSH BUTTON".
plefs) B push Stars Test button or Drass entsrf on keyboard.
i (~fa=) 7. IDSSTT card in responss to display.
~—r 8- air blank completed.
‘é%gf%ﬂ g. Calibration check coaplsted.
Tast results 0.0fD+0.08( AC
—leps) 10 la Bp ad-
= 55 [ da s Test Complete ramove evidance card.
+5 the completed checklist
(&) 12. +ion switch #9 to off positian aftar
Jibration checks are complate dr type Q and entcar
SIGHATURE [ — =
i
*®ITE QR WITEOUT VATOR RECIACULATION AND ¥ITHE OR WITHOUT KEYBOARD

DHES/DSLS/Form C116 {Rew.7-93)
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v  DVM Test check. Satting should be patwesn .200 ang
600, Hode selectiaon switcgh 52 any; 5L and SJ OLE az
kevboard menu selecticon "H". Reading is _. :
> Display Tast check. Moda selectien swizch 51 on ang S2
and 53 aff or kayvbooard menu selsctian "V
ﬁf; Princar Test chick. Hode salection switch SL, 52, 353
aff aor Xevhaozrd menu salsctian "'oY,
v/ Clock time chack. Made s=alsctien switea S10 on o
Kevibeoard manu selsction "EZM.
v Data chack. Nods salsction switch Sil on ar Xevbagaxzd
manue s&la2ccion MEY
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0f sample purge with collsction btubak*
,5 Ca1=h?a; n standard 0.0 AC
Results: 0.078ACH o7 T7AC

Instrument c§e:azinq properly and accurataely. YESY NO

X«M& s

alcaoho cségéntrat+ﬂn standard collected for sunsanuan

*WTITE QR WITEQUT VAPOR RECIRCULATIOCHN AND WITE OR WITHEQUT REYSORRD
«+«THTS STED? IS ONLY REQUIRED IP TEIS DEVICE I8 BEING USED FOR
BAMPLE CAPTUORE.

DHS/DSLS/Fora Cll7(Rev.7-33)




Tucson Police Department Crime Laboratory
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THIS REPCRT PREPARED PURSUANT TO DOTY IMPOEED HY
A.A.C. BI—-14-404 (3)
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SETANDARD QUALITY ASHURANCE BROCEDUR
INTOIXILYZIER HODEL 5000+«

STANDAED CATTHRATION CZECK PRGCEDCREﬁ%ﬂ

Agengy _Tucson 3:li e [feparitmon+ Date 2{§E{Si Tima ZQEE
Intoxilyzer Serial#f e9-00\ 220 (*¥@) Locatidn oM
QA Specialist Nepnnder Cooibh s

o (Brint Nams)
{ ) 1. Pour a standard alechel solutiaon

L,
slean dry simulateor jar and assemble
Insure that a tight seal has bee

Standard valus;: o,{ﬁﬂg A

{ 2. Turn ‘on the simulator and allow The teoperacurs to
reach 34°C+.2°%C.

{ 3. Set Intoxilyzer maode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on keyboard mana.

4. Attach simulator to the simulator snirance port gn cae
Intoxilyzer:,

5 Intoxilyzer 5000 display reads "REZADY TO START" or
WPUSH BUTTON".

§. Push Start Test button or press entar an keybeoard.

7. Insert card in rasponse to display.

. Air blank completed.

8. Calibration check complstad.

Test rasults 0.0 0.07T7ac

10. Alr blank completad.

11. Wnen display reads Test Completes remove evidence card.
Attach the card to the completed checklist

12. Return made selection switch #9 to off position after
all ¢alibratiun checks are complete or type Q and enter

STGNATURE CM

*WITH OR WL UT ?1_ R RECIRCULATION AND WITE OR WITEQOUT XEYEBEOQARD

= BLOURS S
S AR A X B 5

HS5/DSLS/Torm C116 (Rev.7-23)
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